
P/N: CUST.No: DATE CODE: 

 

REQUIREMENT: Au:2 uin Ni:120-200 uin

Application: Au/Ni

Collimator: 16  mils

Cal file: 1

Cal  Mode: Double Layer  B

Measure  Time: 15  sec

Time: 

Date: 

XRF  Chamber Serial  Number:5100H-0104

N Au  uin. Ni  uin.
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Application                              1  Au/Ni 16 mils

Statistics

Layer     ------------------------------------------------------------ Ni  uin.

Samples  in  stats       ------------------------------------------

Mean          --------------------------------------------------------

Standard  deviation          --------------------------------------

Minimum  measurement            ------------------------------

Maximum  measurement        --------------------------------

Range  of  measurements           -------------------------------

DISPOSITION:  ACC(  )              REJ(     )

DATE:

DATE:
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